SEM#007. Old SEM715

NOTE; THIS DETECTOR CANNOT BE FLASH TESTED.

After removing the detector form the vacuum can found that the detector had no HV foils and no HV wire.

The wire plane assembly was taken apart and restacked with only one HV foil installed between the signal planes. 

After restacking we performed electrical tests but the flash test was performed by hooking up a HV wire directly to the center foil. 

[bookmark: _GoBack]So this SEM cannot be flash tested in the tunnel.
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